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Preface y

The importance of visual research was emphasized this

year by the award of the Nobel Prize for Medicine to Hubel

and Weisel for their investigation of signal processing in
the visual system. Their research concentrated on the
function of individual neurons within the striate cortex.
This thesis proposes an operational device that may extend

visual research from the investigation of single cortical

neurons to the investigation of groups of associated neurons.
Specifically, the AFIT Multielectrode Array could be used to
analyze the bioelectric signals produced on the surface of

the visual cortex in response to changes in the visual field.

I gratefully acknowledge the motivation generated by Dr. !

Matthew Kabrisky. His insight to the problems of visual

perception provided the inspiration to cqntinue this project.
The technical assistance 'and facilities provided by the Air
Force Avionics Laboratory were essential during the fabrication
and testing phase. I also acknowledge the indebtedness to
the Dayton NCR Integrated Circuits Laboratory for providing
additional passivation samples.

A special thank-you goes to my family whose 1love,
patience, and understanding gave me the fortitude to complete
this research effort. A final thank-you belongs to our
Creator, who gave us the ability to be curious, to analyze,

and to resolve conflicts about the Universe surroundinn us,

George W. German III
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The research conducted during this study is a continua-

tion of the Tatman-Fitzgerald (DTIC AD A080378, AD A100763)
fabrication and testing of an implantable, multiplexed, multi-
electrode array that will be used to record the bioelectric
signals emitted from the visual cortex of a live, visually
functional animal. Primary emphasis of this study is the
investigation of passivation materials that can be used to
protect the AFIT Multielectrode Array from the harsh cerebro-
spinal environment encountered inside the cranium. Secondary
emphasis is placed on analyzing the electrical character-
istics of an AFIT JFET, designing an improved multiplexing
drive circuit, and testing the system equipment with an

operational device. _-
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A CORTICALLY IMPLANTABLE

MULTIELECTRODE ARRAY FOR INVESTIGATING

THE MAMMALIAN VISUAL SYSTEM

I. INTRODUCTION

"Few problems are more challenging
than decoding the mass electrical
activity of the human brain' (Ref 1:383),

SIGNIFICANCE

Fifteen years ago the world's population included as
many as fifteen million blind people. Over the last decade
and a half, these numbers have significantly increased. The
latest statistics released by the National Society to Prevent
Blindness reveals that the United States alone has more than
498,000 people without useful eyesight (Ref 2:5). To put
things in better perspective, this year's production loss due
to sightless people will amounted to over one billion man-
hours. However impressive these figures are, they do not
even begin to express the personal agony and frustration
caused by sightless lives. Fortunately, the possiblity of
giving sight to at least some of these totally blind people
is beginning to generate a great deal of attention.

Historically, all of the spectacular advances for
improving visual acuity have been limited to the eye itself.
Figure 1 shows that the eye is only the beginning of the
visual system. The major stumbling block in correcting other
deficiencies in this system is lack of knowledge. Neuro-

logists have anatomically charted the visuval pathways from
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Fig. 1. The Visual Pathways




the retina of the eye, to the optic chiasma, to the lateral

geniculate body, and then to the visual cortex. Analysis of

these pathways led to the discovery of a homeomorphic mapping

of the visual field onto the primary visual cortex (Brodmann's
area 17). After this point, anatomical mapping becomes

impossible. Area 17 contains an estimated 200 million

neurons that interlace throughout the cortex, such that the

limits of current knowledge become lost in the complexity of

the mammalian brain.

The multielectrode array investigated in this thesis is
planned as a prototype device useful in expanding the knowledge
of the visual system. A much larger array could evaluate the
organization of the visual cortex into the multi-neural
modules of Basic Computational Elements (BCE) suggested by
Kabrisky (Ref 4), Specifically, it will be able to determine
the size, shape, and function of these BCE's, Evaluation of
the data recorded from a set of arrays could provide a reason-
ably accurate mathmatical model of the visual transform func-
tion between Area 17 and Area 18. The ultimate goal of this
type of research is to design a visual prosthetic device that
will give sight to a multitude of visually handicapped
individuals.

The second major significance of this research is in
the field of pattern recognition. The best attempts by the

largest computers available today have only resulted in pri-

mative Optical Character Reader-type pattern recognition
devices., Uniike the eye, computers consume an inordinate

amount of time performing a function the human brain literally




accomplishes in the blink of an eye. Also, computer algo-~

rithms are easily confused, and usually fail, under conditions

of rotation, translation, scale-change, shape~change, and
clutter, The problem of designing computer algorithms able
to adjust to these parameters, even for the recognition of a
single character of printed text, is extremely difficult,
The task of building pattern recognition machines capable of

: identifying objects of interest to the Air Force, such as

enemy tanks and aircraft, has not yet been accomplished. An
analysis of the human visual system may provide the insight
necessary to design pattern recognition devices that have the
ability to quickly and accurately identify complex visual

scenes, even in the presence of background clutter,

BACKGROUND

Neurocortical research can be divided into three dis-

tinct phases. Phase I is characterized by the work of Hubel
and Weisel. Their primary mode of data collection was intra-
cellular recording of single cortical neurons of anesthetized
animals (Ref 5; Ref 6). While this was a noble beginning and
did provide some meaningful data, their research contained
three main drawbacks. First, because the electrode actually
penetrates, hence damages the neuron under investigation, the
data gathered may not represent normal activity. Wise has
indicated that the majority of neural activity following an

electrode insertion is caused by injury potential and is not

a consequence of the normal function of the neuron (Ref

’ 7:245). Second, analyzing the activity of one neuron out of




a group of 200 million neurons is like trying to determine

the function of a large computer by investigating a single

transistor. A better method would be to noninvasively analyze
the fine-grained electroencephalographic (EEG) signals emitted
by groups of related neurons, Third, in order to obtain

useful data, the visual system must be operating as close to

normal as possible. An anesthetized animal has a definite

alteration of brain function that could drastically effect

the results of subsequent testing. A preferable method would

be to anesthetize the animal during the craniotomy, place the

exposed area under a local anesethic, then allow the animal

to completely recover from the general anesethic before any

vision tests are initiated. This procedure should minimize

the influence of drugs on the test results.

Phase II is characterized by the experiments conducted
by DeMott (Ref 8; Ref 9). His 20 by 20 array of end-polished
wire electrodes was an attempt to overcome the problems
associated with invading a single neuron. DeMott's biggest
technical problem was the management of the H00 individual
wires attached to his array. His research did confirm that
bicelectric signals could be recorded from the surface of the
cortex without actually penetrating the cortical neurons.
The University of Utah's transcutaneous plug (Ref 10; Ref 11)
and the Stanford Ear Project (Ref 12), although much more
complex than DeMott's wire bundle, also belong to this phase.
The distinguishing feature of this phase is a one-to-one
correspondence between recording sites and output lead wires.

This arrangement requires N2 lead wires for an N by N array.




As the size of the array expands, the number of lead wires
increases by the square law, making the array physically
unmanageable.

Brain research performed by bioengineering students at
the Air Force Instiute of Technology may constitute Phase III

of neurocortical research. Tatman, 1in consultation with

Borky and Kabrisky, designed the first multiplexed multielect- .

rode array for investigating the visual system (Ref 13).
These photolithographically fabricated devices contain an
array of Junction Field Effect Transistors (JFET) whose source
lead is an electrode that can be capacitively coupled to the
cortex. A large ground plane averages the biocelectrical
signal over a large surface of the cortex and serves as a
reference. Individual electrodes average bioelectrical sig-
nals over a much smaller area, such that any regional differ-
ences between the ground plane and each electrode can be
recorded. The greatest advantage of this array is the multi-
plexing feature that reduces the minimum required lead wires
for a N by N array to 2N, Further multiplexing in a more
advanced device 1is possible as long as the maximum sampling
rate for the fabricated device is not exceeded.

Fitzgerald solved many of the problems associated with
the original photolithographic processing schedule (Ref 14),
His experimentation resulted in a device that was operational
in ambient air. Unfortunately, the device failed when sub-
jected to the environment that would be encountered during

implantation.
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The primary emphasis of this research concentrates on
the investigation of passivation materials capable of shielding
the multielectrode array from the harsh saline environment
found inside a living animal. Once the device is encapsulated,
it will be operationally tested in a saline solution chemically
similar to cerebrospinal fluid., If the device withstands the
ionic contaminants contained in saline it will be ready to
implant in a live, visually functional animal. Data recorded
from this first implant will determine if the device can
respond to bioelectric signals emitted from the surface of
the cortex.

Secondary emphasis deals with analyzing the electrical
characteristics of an AFIT JFET, designing an improved multi-
plexing drive circuit, and testing the system equipment with

an operational device,

SEQUENCE OF PRESENTATION

Although the emphasis of this research is placed on pas-~

sivation materials, the sequence of presentation follows a

more logical order. Chapter 2 discusses the operation of the
multielectrode array, analyzes the switching characteristics

of typical JFET's, and determines the electrical charac- W
eristics of the JFET's fabricated by the Tatman-Fitzgerald ‘
process. Chapter 3 evaluates the common failure modes of

devices in contact with saline solution and investigates the

passivation properties of common photolithographic materials.
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Chapter 4 defines the design logic for an improved multi-
plexing drive circuit that can synchronously drive two multi-
electrode arrays. This capability is essential in investi-
gating the mapping, timing, and operating characteristics of
BCE's. Chapter 5 explores the integration of system components
and the operational testing of the device using pseudo-
bioelectric input sig.als. Chapter 6 summarizes the results
of this research and provides recommendations for future

research efforts.

e




II. SWITCHING CHARACTERISTICS

DESIRABLE SWITCHING CHARACTERISTICS

Chapter I indicated that the next phase in visual re-
search was to obtain a large array of multiplexed electrodes,
such that a large number of sampling sites can be enclosed in
an easily manageable package. This multiplexing requires
some type of anolog switching mechanism that will only allow
specific electrodes to pass their input signal during any
given time slice.

The Junction Field Effect Transistor (JFET) was used as
the switching element in the AFIT Multielectrode Array
because it most closely resembled the characteristics of the
ideal switch:

1) Zero "ON" resistance (perfect conductor in the "ON"

state).

2) Infinite "OFF" resistance {(perfect insulator in the
"OFF" state).

3) Zero switching time.
4) Zero noise.
5) 1Isolation of the signal source from the control
signal.
Although a JFET is not a perfect switch, it is a reasonably
close approximation. Typical n-channel JFET values for

commercially fabricated JFET devices are given in Table I.

MULTIELECTRODE DESIGN

The AFIT Multielectrode Array is shown in Figure 2. The

t
V
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TABLE I
N-Channel Switching Characteristics

R(on) R (off) Switch Time Noise
Values 50-200 1000 M 20-50 nearly

ohms ohms nanoseconds noiseless
Reference 15:198 16:235 15:177 13:62

heart of this system is a 4 X 4§ array of multiplexed analog

JFET switches that regulate the passage of bioelectric signals

sensed by an exposed electrode capacitively coupled to a
cortical surface. Since the voltage developed in tissue
decreases approximately as the square of the distance from
the recording electrode, any surface electrode must be pres-
sure-bonded to the cortex (Ref 17:214). Excess pressure must
be avoided because any distortion of the cortical surface may
present anomalies in the test results. Evoked potentials
recorded by this procedure will be a summation of potentials
reflecting the activity of numerous neurons underlying the
electrode (Ref 18:498). The 0.016 square millimeter surface
area of an AFIT electrode should provide the summation of
approximately 1600 neurons (Ref 13:54),

The most unique feature of this array is its multiplex
design. It is now possible to have an easily manageable bio-
electric signal sensor that can be readily expanded to a
large number of electrodes without a corresponding increase
in the number of required lead wires. The stylized picture
in Figure 3 shows that all the leads in each row are tied

together. These row leads are the gate connections for the

10
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Figure 2: AFIT Multielectrode Array
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fabricated JFET's., 1In a similar fashion, all the leads in
each column are tied together forming the drain connections
for the JFET's, The electrocdes are the source connections.
The designation of the columns as the drain connections and
the electrodes as the source connections has been reversed
from the Tatman-Fitzgerald designation. The reason for this
change 1is that the primary mode of operation for this device
is to receive bioelectric signals from the electrode; there-
fore, I choose to call this the source. Since JFET's can
typically pass signals equally in either direction during the
"ON" state and block signals equally during the "OFF" state,
this change is made only for conceptional simplicity and not
for any change in function (Ref 19:193). Figure 4 shows the
correspondence of the array design geometry with a typical
JFET electrical schematic,

The multiplexing function is accomplished through the
logic of the external drive circuitry discussed in Chapter 4,
This logic controls the voltage applied to the row leads
(gates) of the JFET's, During any clock cycle, three of the
four rows are biased to the "OFF" state, while the fourth is
in the "ON" state. 1In subsequent positive transitions of the
clock pulse, the "ON" row cycles sequencially through the
four available rows.

The JFET's in the "OFF" rows are nonconducting; there-
fore, the drains can not respond to signals sensed by the
electrodes in those rows. In the "ON" state, the drain leads
are conducting; therefore, they can pass the electrode-sensed

bioelectric sighals onto a recording device for storage.

13
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This design allows a time-shared sampling of input data. The

original design of the AFIT Array called for an X-Y address-
able electrode, During the testing phase, this capability
was found to be unnecessary for this size of an array. With
a simple 4 X 4 array, a l4-channel FM recorder can simultan-~

eously record signals from all four column leads from two

separate arrays. Analyzing the output of a specific electrode

would only require interpreting the recordings for the spec-
ified channel on the recorder. This simplified the drive
circuitry because only the row leads are required to be
multiplexed. In the future, when the size of the array
increases, it will be necessary to multiplex four-column

blocks of column leads.

AFIT JFET OPERATION

Beneath all the diffusion masks of the AFIT JFET, lies
the ring structure shown in Figure 5a., The outside ring is
the drain, the middle ring is the gate, and the center is the
source. Each ring is respectively connected to a column
lead, row lead, and an electrode. Examination of the cross-
section of this ring structure, shown in Figure 5b, helps
explain the operation of the n-ciiannel AFIT JFET.

A ground signal applied to the gate will not change the
space charge within the channel that connects the source to
the drain; therefore, the current through the channel is not
effected, Since the resistance of the channel is on the

order of 200 ohms, any signal at the electrode is transferred

without distortion to the drain. If the gate is reverse biased

15
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with a negative voltage, a depletion region is created in the

channel. If the potential at the gate is driven more negative,
the depletion region spreads across the width of the channel
constricting the flow of current., A& point is finally reached
where the channel is completely closed, From Figure 5a, it
is easily seen that this action completely isclates the
source from the drain around the entire perimeter of the ring

structure,

AFIT JFET SPECIFICATIONS

During the design phase, Tatman adjusted the geometric
parameters of the device to obtain the desired calculated
values for AFIT JFET characteristics., Once the device fabri-
cation process was complete, Fitzgerald obtained experimental
values for these characteristics from a series of 54 indivi-
dual AFIT JFET's. The calculated and experimental values
from their two studies are given in Table II.

In addition to the JFET testing conducted by Tatman and
Fitzgerald, I examined another set of 80 individual AFIT
JFET's, The family of curves for these JFET's, prcduced by a
Tektronix Model 577-177 Curve Tracer, are shown in Appenaix
A, My original plan was to average these curves into a
typical family of characteristic curves defining the JFET's

manufactured by the Tatman-Fitzgerald process. It was assummed

that all the JFET's would display characteristic curves within
reasonably close tolerances, Although this was generally

true within a specific array, it did not hold true between

JFET's on different arrays. The difference in Iggg Values ﬁ

17




TABLE II
AFIT JFET Characteristics
R (on) R (off) { V (pinch) | Sw Time Breakdown
Calculated 650 1000 M <3 j
Values ohms ohms volts nanosec
Experiment 1600~ 105 M- 0.6~ 40
Values 3500 718 M 2.2
ohms ohms volts volts

for JFET's on different arrays varied as much as an order of
magnitude, Even within a given array there are usually 2 to
3 JFET's that show substantially different I4ss values than
the other JFET's on the array. Some of the possible reasons
for this wide divergence in JFET characteristics are the
following:
1) Less than optimum processing procedures (processing
performed by students).

2) VLess than optimum clean-room conditions (processing
delayed or interrupted by equipment failures).

3) Excessive time span between the fabrication process
and the application of the final passivation layer
(various steps performed by different students at
different times).
A1l of these factors contribute to increased contamination
levels within the structure of an array. In most cases,
contaminated devices do not function reliably or even within
the design specifications, One solution to this problem is

to contract a commercial firm to fabricate a set of high

quality AFIT Arrays.

18




III, DEVICE PASSIVATION

PASSIVATION DEFINED

Rapid expansion of the microelectronics industry has
required an intensive investigation of a property called
passivation. Generally, passivation refers to protecting
electronic circuits from contaminants. This task has become
increasingly difficult because, as the distance between com-
ponents decrease, contamination becomes a critically limiting
factor in process design. At today's technological levels,
contamination as low as a few parts per million is sufficient
to seriously degrade or prevent the operation of microcircuits
(Ref 20:546).

Ionic contaminants occur from two primary sources. They
are either introduced during the fabrication process or they
diffuse into a device due to an external accumulation of
contaminants. Both of these sources can be controlled by
utilizing ultra-clean fabrication processes and by immedi-~
ately sealing the completed electronic circuit (Ref 21:21).
Over the years, engineers have compiled a mass of data on
electrical protection of circuits in "normal" surroundings;
however, the bioengineer interested in fabricating devices
used for implantation in live animals cannot strictly rely on
these studies to produce an operational device. The environ-
ment of an implanted device is not the relatively contamina-
tion~free milieu inside a sealed microcircuit. Rather, the
implanted circuit will be exposed to a highly corrosive,

cerebrospinal fluid (CSF) environment, The passivation mat-

19
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erial must resist water for long periods of time, remain
nontoxic to biological processes, withstand high electric
fields, and be virtually impervious to an extremely high
concentration of sodium ions. Also, the passivation applica-
tion process for coating electronic devices must be easily
controlled to provide a high density, uniform layer of pro-
tection. Once the passivation layer has been applied to the
multielectrode array, contact windows must be etched through
the passivation material to expose the bioelectric sampling
electrodes,

All the materials studied in this research effort use
cne or more of the standard application methods of Diffusion,
Chemical Vapor Deposition (CVD), R-F Sputter, Plasma Deposi-
tion, or Spin-on, Since all the materials have well defined
etch rates for the application methods used, this aspect of

passivation will not be explored in this study.

PASSIVATION PROPERTIES

Some of the desirable characteristics of common
passivation materials are given in Table III. Table 1V
provides a quick reference used to compare the properties of
different materials,

The first major passivation property is the ability to
resist water. Hydrophobicity in any electronic circuit is
desirable; however, in implanted devices hydrophobicity is
mandatory because of constant contact with CSF. Any moisture
that is absorbed by the device will cause electrical shorts

at surface defects or at hot spots where current densities are

20
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TABLE IV
Desired Passivation Values

Property Water Toxicity Dielectric Dielectric

Absorption Strength Constant
Desired zZero nontoxic high high
Value

high (Ref 22:778).

All of the materials listed in Table III

have sufficiently low water absorption rates to satisfy this

requirement.

Even if the bulk material shows good resistance to

water, it still may not insure the desirable hydrophobotic

barrier. One major processing defect that allows water to

easily penetrate a sealed device is thermal cracks.

cracks are caused by mismatched thermal coefficients of expan-

These

sion for the different materials used in the fabrication

process. All the materials in Table III have thermal coef-

ficients on the order of 10-6 units per degree centigrade.

This compares favorably with the coefficient of silicon;

therefore, any of these materials should minimize the effects

of thermal cracks (Ref 34:49),

The second major passivation property is toxicity.

The

prototype multielectrode array investigated here, is intended

only as an acute preparation;

therefore,

compatibility is not of great importance.

passivation/tissue

As the device

becomes more refined, longer implants are highly desirable

and the toxic effects of foreign bodies must be considered.
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While Table III toxicity values are not quantitative, they do
give an indication of passivation/tissue compatibility.
Clinical Toxicology of Commercial Products divides substances
into six toxicity ratings from 1 (practically nontoxic) to 6
(supertoxic). Specifically, Rating 1 means that the probable
lethal oral dose is in excess of 15 grams per kilogram of
body weight (Ref 27:Sec II,4). For an eighty pound baboon,
this would be comparable to directly ingesting over a pound
of the substance. Some of the other materials listed in
Table III have been extensively studied in medical applications
and have good blood and tissue compatibility. Sufficient
toxicity data is not available to classify these materials in
the rating scheme given above, However, use in medical
applications implies a low toxicity level. The remaining
materials on Table III are not indexed on the Toxic Substance
List (Ref 35). This lack of data should not be construed as
confirmation of the nontoxic properties of these materials,
only that no one has reported any toxic side-effects. Toxicity
ratings for these materials must be determined before using
them to passivate a chronically implantable array.

The third major passivation property is the electrical
characteristics of the passivation material, Dielectric
breakdown strength is one of the most important electrical
properties to insure optimum device performance and stability
(Ref 20:540). Essentially, the outer passivation layer acts
as a dielectric material with CSF making ohmic contact on one
side, and a metalization layer making ohmic contact on the

other. This dielectric layer must be capable of resisting
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electric fields as high as 2.5 kilovolts per millimeter for a
visual prosthesis (Ref 36:281). In addition to the dielec-
tric strengths of Table III, another figure of merit is the
length of time under a specified field before breakdown
occurs. Since time to breakdown varies almost as the square
of the dielectric thickness (Ref 37:1371), an easy solution
for an acute device is to make the passivation layer thicker,
There has not been a definitive research effort to correlate
the time to breakdown with the thickness of the passivation
materials listed in Table III. Most researchers have used
passivation layers in the range of 2,000 to 10,000 angstroms
thick. For the most part, the passivation layers studied
here are also within that range.

The fourth major passivation property is sodium ion
permeability. Comparisoh of the other properties of the
materials studied reveals that the values for the passivation
properties have all been reasonably close., None of the other
properties have presented a serious roadblock to obtaining an
operational device. Passivation against the invasion of
sodium ions has become the single remaining obstacle that
must be solved before an actual implant experiment can be
scheduled. The Fitzgerald thesis (Ref 14) suggested that one
of the modes of sodium ion penetration is through surface
defects called pinholes, A second mode of penetration is due
to an excess of mobile sodium ions that migrate through the
passivation material. These two characteristics are so
critical that their analysis has been expanded in the next

five sections,
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PINHOLE DEFEC ;

Pinholes are the microscopic, 0.1 to 20 micron diameter,
surface defects usually caused by these factors: unsuituble
substrate cleaning, insufficient substrate moisture removal,
mismatch in thermal expansion between the substrate and the
passivating material, and insufficient passivation thickness
(Ref 26:783)., These factors can cause the appearance of
abrupt changes in passivation density or contour in critical
areas of a circuit. Flaws of this nature can be modeled as a g
defect column that permits electrical shorts between the
passivation layer and other parts of the circuit (Ref
22:775).

Theoretically, within a dielectric defect column, elec- 4
trical breakdown may occur at fields as low as 10-% volts per

angstrom, which is the breakdown for air (Ref 38:1). Refer-

ring back to Table III, this is considerably lower than the
dielectric strengths of any of the passivating materials.
This is also at least an order of magnitude below the approx-
imate 3 X 10-5 volts per angstrom field strength expected
during the "OFF" state of a JFET (Ref 31:102). Experimental
evidence indicates that the high conductance associated with
dielectric breakdown is caused by the developement of a
gaseous channel through the passivation layer (Ref 39:239),
Figure 6 shows what happens when a high electric field creats
a plasma discharge within a pinhole column. This discharge
can redistribute the metalization and ultimately provide a

conduction path through the passivation layer.

25




METALIZATION

PINHOLE
~

PASSIVATION

0.0... “:.o"“..:.l S
oo %2 %0y SILICON
P :o 0,950,808 ¢
%900 0’ * o ‘:....

a. Before field applied

METALIZATION

PLASMA
/

b. After field applied

(After Ref 38:2)

Figure 6:

?lasma Discharge Within a Pinhole Column

ANODE

M/\/\M

HYDROGEN O,

ELECTROPHORETIC

BUBBLES ' SOLUTION _—
\o 0 ]
TEST WAFER © ,* PINHOLES
(4 ./ o——
CATHODE
|
(After Ref 40:3)

Figure T:

26

Dielectric Defect Detector




The NAVONIC Model 201 Dielectric Defect Detector was
used to examine the number of pinholes in materials caused by
various electric field strengths. This detector applies a
high electric field between the substrate submerged in an
electrophoretic solution (absolute methanol) and the anode
suspended above the substrate, as shown in Figure 7.

At low voltages, anodic attack releases colloidal part-
icals of insoluble oxy-salts from the anode metal. These
submicron particals are propelled by the potential gradient
toward any pinhole defects., Pinholes are observed as emerging
trains of gaseous bubbles departing the defect site. Gas
chromatographic analysis has identified these gas bubbles as
hydrogen, probably due to the decomposition of the passivation
material. At higher voltages, the insoluble salts accumulate
on the surface of the passivation layer and cover areas up to
one hundred diameters larger than those of the original
defect. This "decoration” of the defect sites allows excel-
lent microphotography of the effects of the dielectric break~
down caused by pinholes.

Table V shows the results of the pinhole testing of
materials at various bias voltage levels. The pinhole count
per square centimeter was taken after five minutes at the
indicated voltage. This test profile was used to investigate
the time variance of electric breakdown, The time element
included with these tests caused the results to be somewhat
higher than those reported by other researchers.

As Table V indicates, the most promising passivation
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Pinhole Defects in Materials

Table V

Material |[Application Thickness Pinholes/cm2
Process (Angstroms) 10V | 20V | 30V | 50V [ 100V
Silicon Steam 4125 0 0 24 28 32
Dioxide Diffusion
Silicon Dry 1867 0 0 0 y y
Dioxide Diffusion
Silicon R-F 5400 4 28 68 68 68
Dioxide Sputter
Silicon CcvVD 6137 0 0 0 0 0
Dioxide
Silicon Low Temp 5351 0 4 8 16 36
Dioxide CVD
Silicon R-F 5300 0 0 4 * *
Nitride Sputter
Silicon Low Temp 677 0 12 12 12 20
Nitride CVvD
Silicon Plasma 826 48 | 100 * * *
Nitride
Silicon Plasma 3832 200 ¥ * ¥ *
Nitride
Silicon Plasma 4595 0 32 60 | 232 *
Nitride
Aluminum R-F 3400 12 24 4y | 128 *
Oxide Sputter
8% PSG Low Temp 6422 0 0 0 0 4
CVvD
Oxide + Dry Diff 1887 0 0] 0 0 12
Polyimide + Spin

* pinholes were uncountable
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materials appear to be high quality CVD silicon oxide, phos-

phosilicate glass (PSG), and the double layer of silicon
dioxide and polyimide. These results are consistant with
other research findings., The only unusual result was the
large number of pinholes found in the plasma nitride layer.
Since thin passivation layers contain more pinholes than
thicker layers (Ref 41:1095), the 826 angstrom nitride sample
was expected to have a substantial number of pinholes. How-
ever, Kern reports the pinhole density in a 5,000 angstrom
layer of nitride is typically less than one per centimeter
(Ref 23:35). In the 3,832 and the 4,595 angstrom nitride
samples, there were so many pinholes that counting was impos-
sible. One possible explanation may be that these samples
were of low quality, as indicated by a typical refractive
index of 1.88 rather than 2.0. As the quality of plasma
nitride improves, the numter of pinholes should drastically

decrease.

A second form of instablity in passivating materials is
due to ionic drift under the influence of an electric field.
This problem could be eliminated if perfect insulators were
available, However, all known materials are less than
perfect insulators because they contain local imperfections
within the crystal lattice that allow ionic contaminants to
drift between interstitial sites within the material,

Sodium is one of the most difficult ionic contaminants

to control because its high abundance in nature insures a
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random distribution of sodium throughout a given material.
In a static thermal-electric environment, there is insuf-
ficient activation energy to cause ionic drift of sodium
contamination. As sufficient thermal or electrical energy is
applied, sodium ions begin to migrate through the passivating
material., The amount of drift is directly proportional to
the number of mobile ions and their mobility (Ref 22:71).

Excluding external contamination sources, the number of
mobile ions within a passivation layer is constant; there-
fore, the amount of ion drift in a specific sample is only a
function of ion mobility. The activation energy necessary to
cause ion drift must be sufficient to break the ionic sodium
compound bond and then overcome the resistivity of the pas-
sivating material.

A common method of testing ionic drift within materials
is to construct a capacitor test wafer that can be tempera-
ture-voltage biased to provide the necessary activation
energy to cause ion mobility. Changes in the capacitor
interface between the substrate and the passivation layer can
then be recorded using the Capacitance~Voltage techniques

discussed in the next section.

CAPACITANCE~-VOLTAGE MEASUREMENTS

Passivation samples of various thickness were sandwiched
between a 13 mil silicon substrate and a series of aluminum
CVD dots. In future passivation research, smoother C-V curves
can be obtained by applying a layer of CVD aluminum on the

reverse surface of the silicon wafer., Total capacitance of
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Figure 8: Equivalent Circuit for MIS Capacitance

the test wafer is the series capacitance of the silicon
combined with the capacitance of the passivating material.
An equivalent circuit of this network is superimposed over a
cross~-section of the Metal-Insulator-Silicon (MIS) capacitor
shown in Figure 9.

A temperature-~voltage aging process provides the acti-
vation energy to free the sodium ions and the bias to direct
the ions in a specified direction, As mobile sodium ions
drift through a passivating material, they begin to accumulate
at the interfaces within the capacitor network (Ref 37:1375).
A positive bias causes the sodium ions to migrate toward the
silicon-passivation interface, where they induce an image

charge in the silicon as shown in Figure 9a. A negative bias
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Figure 9: Electrical Effects of Mobile Ions

propels the ions toward the metal-passivation interface,
causing an image charge primarily on the metal layer as shown
in Figure 9b (Ref 20:546).

The MIS capacitance is determined by applying a DC
electric field between the CVD dots and the aluminum layer,
thus setting the value of the silicon capacitance, A small-
amplitude, 1 megahertz AC_signal is then superimposed on the
DC bias, giving rise to a differiental capacitance in the
silicon space charge region (Ref 20:S42). The differiental
capacitance, as a function of the applied DC field, can now
be recorded as a Capacitance-Voltage (C-V) plot on an X-Y
recorder,

A number of electrical and physical properties of mat-
erials can be determined from the analysis of the C-V curves
obtained using this technique. The only property of concern

in this study, is the evaluation of mobile ion density.
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Figure 10: C-V Equipment Connections

Reference 42 contains a discussion of additional C~V analysis

techniques.

CAPACITANCE-VOLTAGE TEST PROCEDURE

A Princeton Applied Research Model 410 C-V Plotter was
conhected to a test wafer as shown in Figure 10. Photo-
electric effects of the test wafers necessitated covering the
test stand with a light-impermeable shield prior to recording
any C-V curves. The temperature-voltage aging profile used

in this study consisted of the following steps:
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1) Measure the room temperature C-V curve
(Static Curve).

2) Apply a 30 volt positive bias.

3) Raise the temperature to 300 C and hold
for 5 minutes.

4) Remove the voltage bias and cool to room
temperature, ¥

5) Measure the positive bias C~V curve.
6) Apply a 30 volt negative bias,

7) Raise %temperature to 300 C and hold
for 5 minutes,

8) Remove the voltage bias and cool to room
temperature, ¥

9) Measure the negative bias C-V curve,

10) Repeat steps 2-9 after evaporating saline
solution over the CVD aluminum dot surface
of the test wafer.

* A normal profile would maintain the bias
during the cooling cycle; however, equip-
ment limitations prevented this procedure.
The process used in this step may have
caused distortions in the C-V curves.

CAPACITANCE-VOLTAGE CURVE ANALYSIS

A perfect insulator would have absolutely no shift due

to temperature-voltage aging, because it would effectively
prevent ion mobility. Since there are no perfect insulators,
any shift in the C-V curves due to temperature-voltage aging,

is a function of the movement of ions contained within the

passivaton material. The profile outlined in the last section
results in a series of five curves for each passivation

material. Ideally, the first three curves, called the Ambient
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Figure 11: 1Ideal C-V Curves

Air Curves, should be similar to the curves in Figure 11. An
explanation for the shift in the C-V curves is based on the
motion of positive charges from the metal electrode migrating
through the insulator and accumulating at the silicon surface.
If a positive bias shifts the C-V curve to the left, it would
indicate that a negative ion was the cause of the contamin-
ation. A shift to the right would indicate the presence of a
positive ion contaminant. During the analysis of a particular
passivation sample, curves with the least shift due to aging
are the most interesting.

Under the influence of a negative bias, the curve should
shift back towards the Static Curve., The difference between
the Static Curve and the Negative Bias Curve is a function of

ion trapping at the silicon interface state (Ref 42:16).
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This property of ion mobility is not of primary importance to
this study and will not be discussed further.

The flatband voltage shift, indicated graphically where
the C-V curve changes from a positive to a negative curvature,

is a direct measure of the field enhancement at the silicon-

Formulas for calculating the actual numerical value of ion
density, are found in References 21, U2, and 43, In this
study, only the relative ion density, indicated by the dif-
ference between flatband voltage shifts, is important.

The Positive Bias Ambient Air Curve gives an indication

of the contamination level due to the fabrication processes.

passivation interface and can be used to determine ion density.

The Positive Bias Concentrated Saline Curve shows the response

of the passivation layer to external contamination. The
difference between these two curves is an indication of the
alkali barrier potential of the passivation layer. Appendix
B is a catalog of the family of C-V curves for commonly used
insulating films. Results of these curves are tabulated in
Table VI,

Correlation of the best results from the pinhole tests

and the best results from the C-V curves is shown in Table

VII. The two most promising passivation materials for coating

implantable microelectric devices are the 8% PSG sample and
the double layer of silicon dioxide and polyimide. Although
the Dry Diffusion silicon dioxide also appears to be a good
passivation layer, the 1100 C temperature rejuired to grow
the oxide would cause thermal cracking of the metalization

layers. This is the main reason silicon dioxide is used only

36
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as an interior mask rather than # (inal passivation layer.

&n interesting observation is the extremeiy gooa alkali
protection provided by the plasma silicon nitride, even
though it has the highest pinhole count, One possible explan-
ation is the "gettering", or trapping effect of silicon
nitride, that effectively prevents alkali ion dritt (Ref
21:22). As the quality of plasma nitride improves, the
passivation properties will also improve,

The Air Force Avionics Laboritory is experimenting with
various techniques for obtaining a uniform density, high
quality silicon nitride by using a low-temperature plasma
nitride deposition process. Weekly results have shown that
the quality of plasma nitride obtained from their Technics

Planar Etch II have steadily improved. This improvement is

directly proportional to the knowledge gained about the correct

gas flows, temperatures, and pressures used to deposit nitride.

Once this deposition process is perfected, it could become
the solution to the implanted device passivation problem.
Since plasma deposited silicon nitride represents such a good
opportunity for obtaining a high-quality, easily depositeaq,
easily etched, saline protection barrier, continued testing of

plasma nitride is strongly recommended.




TABLE VI
C-V Curve Analysis

Material Application Thickness AV AV AV
Process Angstroms | Ambient | Saline Difference

Silicon Steam 4125 + 27V +27V ov

Dioxide Diffusion

Silicon Dry 1867 + 35V +37V 2V

Dioxide Diffusion

Silicon R-F 5400 * * *

Dioxide Sputter

Silicon CVD 6132 + 35V + 2V 33V

Dioxide

Silicon Low Temp 5351 + 17V +20V 3V

Dioxide CVD

Silicon R-F 5300 -110V + 8V 118V

Nitride Sputter

Silicon Low Temp 677 | + 23v +61V 41V

Nitride CvVD

Silicon Plasma 826 + 12V +13V 1v

Nitride

Silicon Plasma 3832 + 00V +50V Lov

Nitride

Silicon Plasma 4595 - 14V =23V 9V

Nitride

Aluminum R-F 3400 - 7V | - 8V v

Oxide Sputter

8% PSG Low Temp 6422 + 16V +15V 1V
CVD

Oxide + Dry 1885 - 27V =28V 1v

Polyimide Diffusion -

# C-V curves for this sample were completely
flat; therefore, no data can be shown.




TABLE VII
Passivation Results
Material Application Thickness 50V C-V AV
Process Angstroms Pinholes Difference
Silicon Steam 4125 28 oV
Dioxide Diffusion
Silicon Dry 1867 4 2V
Dioxide Diffusion
Silicon CvD 6137 0] 33V
Dioxide
Silicon Low Temp 5351 16 3V
Dioxide CvVD
Silicon Plasma 826 * 1V
Nitride
Silicon Plasma 4595 232 9V
Nitride .
Aluminum R-F 3400 128 1V
Oxide Sputter
8% PSG Low Temp 6422 0 1V
CcVD
Oxide + Dry 1887 0 1V
Polyimide Diffusion

¥ pinholes were uncountable
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IV. EXTERNAL DRIVE CIRCUIT

REDESIGN DECISION

Multiplexing features of the AFIT Multielectrode Array
were designed into the device from the beginning. However,
the control signals necessary to drive the multiplexer are
contained in an external drive circuit., Several experiments
plannea for the implantation phase of this research require
synchronous multiplexing of at least two AFIT Arrays positioned
in difterent areas of the visual cortex. Unfortunately, the
Fitzgerald drive circuit was built to test only a single
array.

This conflict presented two alternative options. A
second drive circuit exactly like the Fitzgerald circuit
could be buiit; or a new circuit capable of synchronously
driving two arrays at the same time could be designed. The
Fitzgerald circuit was built on the premise that the array
must be X-Y addressed, but after the circuit was completed, ’

it was realized that only the row leads required multiplexing.

The unnecessary column multiplexing components greatly influ-

encea the decision to redesign the drive circuitry.

DESIGN CRITERIA
Complementary Metal Oxide Semiconductor (CMOS) devices
are the components of choice for designing the drive circuit

for the following five primary reasons (Ref U44:209):

1) Low power dissipation (less than 10mW per
active gate),.
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2) Small propagation delays (25 nanoseconds
per gate),

3) Low noise immunity.

4) Fast operating speeds (equal or greater
than 5 megahertz).

5) Operation possible at various supply voltage
levels.,

Using battery power eliminates most of the 60 cycle hum
caused by AC power line sources. Throughout the drive circuit,
Vpp is connected to +6 volts and Vss is connected to -6
volts, Circuit ground is the center tap of these two voltages.
The reason for this convention will become apparent in the
following discussion of the design process.

The drive circuit has three primary objectives, First,
it must suprly a ground signal to three row leads, producing
the "OFF" state in all the JFET's on those rows. Second, it
must supply a pinchoff voltage of approximately -1.5 volts to
the fourth row lead producing the "ON" state in the JFET's on
this row. Third, it must cycle the "ON" state sequentially

through all the rows.

CONTROL DESIGN

The first two objectives are accomplished by using a
CMOS MC14016B Quad Analog Switch (Ref H45:5-45) in the config-
uration shown in Figure 12,

When the control signal is at a logic "i", the bilateral
switch is closed, creating a typically 300 ohm resistance
across the switch. For all practical purposes, this is a

short between the switch input signal (ground) and the gate of
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Figure 12: Gate Control Signal

all the JFET's on that row. A ground potential at the gate
produces the "ON" state, causing signals sensed by the elect-
rodes to pass directly to the drain where they can be recorded.

When the control signal is at a logic "0", the bilateral
switch is open, creating a typically 1000 M ohm resistance
across the switch. Essentially, this is an open circuit that
allows the pinchoff voltage selected by the variable 10 K ohm
resistor to be applied to the row lead. The pinchoff voltage
closes the source-drain channel, causing the row to change to
the "OFF" state. This isolates the signals sensed by the
source electrode from the drain; therefore, nothing can be
recorded.

Each MC14016 has four analog switches; therefore, a

single device can control an entire 4 X 4 array. Additional
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MC14016's can be added if the size of the array is increased.,

LOGIC DESIGN

The third objective of the drive circuit, multiplexing,
is accomplished through the use of a CMOS CDU4O29A Presettable
Up/Down Counter (Ref 46:452). This four-bit binary counter
has two modes of operation. It can either be manually set
using the JAM INPUTS, or it can be automatically sequenced by
an external clocking device. Both of these modes are useful
in the application presented here.

In the manual mode, any four-bit output sequence can be
set. This mode is useful for testing and for examining the
response of a specific row. In the automatic mode, the four-
bit output is advanced one count at each positive transistion
of the clock. This is the normal mode of operation during an
actual implant.

Device fan-out for the CDU029 could probably drive two 4
X 4 arrays; however, as the size of the array increases, this
would no longer be true. This problem is avoided by con-
structing two independent branches for the drive circuit,
linked together by a common clock signal. Each branch is
capable of controlling one array. Synchronization of these
branches in the automatic mode is accomplished by manually
setting the starting point of each branch to the same value,
then switching to the automatic mode of operation.

In larger arrays, it will be necessary to use the full
range of the 16 count binary output of the CD4029 to provide

the logic needed for the MC14016 Analog Switch. The 4 X 4
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array cnly requires a portion of this capability, so the
excess logic states must be combined as shown in Table VIII,
The logic circuits necessary to implement this truth table
are shown in Figure 13. CMOS CDU4ODOTA Quad NOR Gates (Kef
46:392) are used for the NOR operation. Since a CMOS inverter
is not available, a CMOS MC14502B Strobed Hex Inverter (Ref
45:5.235) is used for the negation coperation. Tying the
INHIBIT pin 12 and the OUTPUT DISABLE pin 4 to Vggs converts

this 3~state device into a normal inverter,

TABLE VIII
Counter Output Truth Table

Binary QOutput Row Control Signal
Q4 Q3 Q2 Q1 R1 R2 R3 R4
0 0 0 0] 1 0 0 0
0 0 0 1 1 0 0 0
0 0 1 0 1 0] 0 0]
0 0 1 1 1 0 0] 0
0 1 0 0 0 1 0 0

I ) 1 0 1 0 1 0 0
0 1 1 0 0 1 0 0
0 1 1 1 0 1 0 0
1 0 0 0 0 0 1 0
1 0 0 1 0 0 1 0
1 0 1 0 0 0 1 0
1 0 1 1 0 0 1 0
1 1 0 0 0] 0 0 1
1 1 0] 1 0 0 ¢] 1
1 1 1 0 0] 0 0 1
1 i 1 1 0 0 0 1
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Figure 13: Logic Design

CLOCK CIRCUIT

An internal, battery-operated clock is needed to drive
the CD4029 Counter. A CMOS clock generator was not available,
so a TTL SN74LS124 Dual Voltage-Controlled Oscillator (Ref
47:7-123) can be interfaced into the CMOS network, as shown
in Figure 14, The conversion from TTL to CMOS requires the
establishment of a few operating conventions:

1) Device ground (pin 8) is connected

to the drive circuit -6 volt supply.

2) The device supply voltage (pin 16) is

connected to a 1 K trim pot, so that
the operating voltage between pin 8 and
pin 16 can be adjusted to maintain 7
volts,

3) The ground shown in Figure 15 is the drive

circuit ground (midpoint of +6 and =6).

This device contains two independent oscillators; however,

the two supply inputs (pins 15 and 16) are for two separate
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Figure 14: Clock Circuit

functions within each oscillator and must both be connected

to a voltage supply before either oscillator will operate.

This also applies to the two device grounds (pins 8 and 9).
The output oscillation frequency is approximated by the

following formula for an SNTH4LS124:

f (out) = 20,0001 (Ref 47:7-123) (1)
C (ext)
where:
f (out) = output frequency

C (ext) = external capacitance in farads

This external capacitance is easily changed as needed to

obtain the desired output frequency. A 1000 picofarad capa-
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citor provides the 1600 Hertz Nyquist sampling rate requirea

by a 4 X 4 array. Fine tuning of the output frequency is
accomplished by adjusting the 1 K variable resistor connected
to the Frequency Control (pin 2) and the Frequency Range (pin
3.

ROW MONITOR LIGHT

When using the manual mode it is convenient to have a
visual indication of which row is in the "ON" state. This
requires converting a TTL HP 5082 7340 Hexidecimal Indicator
into a useful component for a CMOS circuit. The wiring
diagram is shown in Figure 15. The diodes and pull-up resis-
tors are used to clip off the negative switching pulse from
the Counter. Isolation from negative voltages is manaatory

to prevent damage to the Hexidecimal Indicator,

CIRCUIT AND TIMING DIAGRAMS
Additional components needed to complete the drive

circuit are:

1) Automatic/Manual switch

2) Manual set switches

3) Input bus structure

4) Voltage supply (two 6 volt batteries)

5) 10 K load resistors for the column leads

The integration of all the components for a single branch of
the drive circuit is shown in Figure 16, "R" is the control

logic signal sent to a particular row, "C" is the input from
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a column, and "B" is the ocutput to a bioamplifier. The secona

branch duplicates this portion of the drive circuit; therefore,

is not shown. The only connection between the two branches
is through the common clock source. The component layout of
the complete wirewrap Drive Circuit is shown in Figure 17.
Testing of this drive circuit produced the timing diagram
shown in Figure 18. The four control logic timing diagrams
are the control signals for the MC14016 Analog Switches. The
four row input timing diagrams are the outputs from the

Analog Switches.
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V. SYSTEM INTEGRATION

EQUIPMENT REQUIREMENTS
The equipment needed to operationally test an AFIT Multi-

electrode Array is listed below:

1) One AFIT Multielectrode Array
2) Four Wavetek Model 148 Oscillators
3) One Multiplexer Drive Circuit

§) Four Princeton Applied Research Model 113
Biomedical Amplifiers

5) One Ampex Model FR 1300 FM Tape Recorder
6) One Microscope

7) One Needle Probe Assembly

The equipment is connected via shielded cable, as shown
in Figure 19, Integration of this equipment is described
sequentially from the initiation of the biocelectric signal
until the signal is finally recorded on the FM recorder.

DeMott has reported that EEG signal strengths on the
surface of the visual cortex vary between 200-500 microvolts
(Ref 9:26)., The anticipated frequency bandwidth of these
signals should be between 0 and 50 Hertz. The Wavetek Model
148 Oscillator is capable of producing various low distortion
wave shapes within this signal strength/bandwidth range with-
out the use of external voltage divider networks.

A five~-station needle probe assembly was constructed to
provide a stable platform for the Array. Each of the five

stations contains a T-mil diameter needle probe mounted on an




Oscillator FM Recorder

@ — Voice

= Shutter

Row Bio-Amps
4
3
Column—J ]2
Drive
Circuit

Figure 19: System Equipment Integration

adjustable 3-axis framework. A microscope is required to
accurately position four of the needles onto four separate
electrodes on an array. The output of a Wavetek oscillator
is connected to each of these probes, so that-a pseudo-
bioelectric signal can be injected onto the electrode. The
fifth needle probe can be inserted into the array ground
plane.

The array row and column leads are then connected to the
multiplexer drive circuit. The signal developed across each
column load resistor is amplified by a separate low-noise
PAR-113 amplifier.

Following amplification, the signals are recorded on

four separate channels of the FM recorder. Each channel of
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the recorder becomes a patchwork of all the signals received
from all the electrodes on a specified column, Because of
this layered recording structure, it is necessary to record
the frame pulse and the clock pulse generated by the drive
circuit. The frame pulse is a benchmark produced on the last
pulse of a 16-count time slice. Along any column-lead channel
of the recorder, the signal following the frame pulse is from
the first electrode in the specified column,
Other recorder channel inputs needed during an actual
implant are:
1) A voice input to verbally record procedures,
status, stimulus, and animal response,
2) An input to signal onset/cessation of a
stimulus, This could be from an electronic
shutter connected to a visual image projector
or an equivlent signal from a CRT stimulus.
3) Four column inputs from a second array, if

simultaneously recording the response of two
separate areas of the visual cortex.

AMBIENT AIR TESTS

The purpose of testing the array in ambient air is to
insure proper operation of all the equipment before subjecting
the array to the sodium enriched environment experienced
during an implant. During the test cycle performed in this
study, the biocamplifier gain was set at 10. Amplitude of the
input signal was varied from 0 to 1 volts over a frequency
range from 0 to 10,000 Hertz. In all cases, the output
signal duplicated the input signal with very little distortion,

The major cause of spurious inputs was due to excessively
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long lead wires from the array to the bioamplifier. Figure
20 is a timing diagram for a typical 1000 Hertz sampling rate
test., The amplitude of the input signal was 5 millivolts;
riowever, a 500 cps frequency was used to highlight the signal
reproduction for the graphic display shown in Figure 20.

The spike at the leading and trailing edges of each time
slice is well documented in other studies and is not strictly
an anomaly of an AFIT JFET (Ref 19:224). When the analog
data is later digitized and stored on a computer, it will be
important to filter out the area surrounding these switching
spikes, As the required sampling rate increases with the
number of electrodes on an array, the distortions caused by
this spike become a limiting design factor. One method of

overcoming this drawback is to implant several smaller arrays,
rather than a single large array. Smaller arrays have the
added benefit of more easily conforming to the contours of

the cortex.

SALINE TESTS; POLYIMIDE

Insufficient time prevented the normal passivation of an
AFIT Array and then opening contact windows to expose the
electrodes. This situation could have prevented the saline
testing of an AFIT Array covered with a passivation layer. A
solution to this problem required taking a step backwards
into the "Wire-bundle" phase of neurocortical research., The
following paragraphs discribe how this was accomplished.

One inch strands of 0.0007 inch diameter gold wire were

ultrasonically bonded to each electrode of a standard AFIT
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Array as shown in Figure 21, The wires were then separated
and aligned perpendicular to the surface of the array. Adhe-~
sion promotor and then Polyimide (PI-2545) was spun-on at
1500 rpm for 15 seconds. Even at this spin speed, the slowest
available, the centrifugal force tended to pull the thin wire
strands outward. Fortunately, visual inspection confirmed
that the wires maintained their relative position. The array
was then bake-cured at 160 degrees centigate for one hour.
The gold wires were clipped parallel to the surface of the
passivation layer exposing the electrodes. This procedure
converts a photolithographic array into a 4 X 4 wire-bunale,
The array was then mounted on the needle probe assembly for
testing in ambient air. Due to a fabrication defect, the
JFET's on the passivated array displayed only resistive curve
tracer characteristics., The test profile was continued to
analyze the sodium/moisture permeability of Polyimide passi-
vation.

First, the array was subjected to a high relative humi-
dity environment by covering the electrodes with deionized
(DI) water. A curve tracer was used to display a family of
resistive curves for the defective JFET. For test purposes,
a 20-volt gate-source potential was used to bias the JFET.
The curve tracer was continuously monitored for any indication
of shift in the resistive curves for the device. After being
in a saturated DI water environment for one hour, the device
continued to display absolutely stable resistive curves.
This indicates that Polyimide can effectively seal the circuit

from moisture.
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The next phase of the test cycle substituted saline

solution for the DI water. The JFET showed stable resistive

curves for the first 30 minutes. Then a brownish substance
was observed floating oi1 top of the saline. This was probably
due to a chemical reaction between the saline and the Poly-
imide. This indicates that the Polyimide probably was not

completely cured prior to the test. Longer cure times at

higher temperatures may provide a more stable Polyimide pas-
sivation layer.

Shortly after the brown substance appeared, the resistive
curves began a slow parallel shift in the negative direction.
One hour and forty-five minutes into the test cycle, the
device failed catastrophically. Primary failure points cluster
around the row and column leads.

Although these tests are inconclusive, they do indicate
that Polyimide has the capability to shield an array from the
destructive effects of saline, if only for a short while.
One hour and forty-five minutes is a drastic improvement over

the 30-second time~to-failure reported by Fitzgerald (Ref

14:84), This length of time is sufficient to obtain at least
a minimal amount of data during an actual implant. This
could confirmation that the AFIT Multielectrode Array can

record bioeleztric signals emitted from the visual cortex of

a living animal.




VI. CONCLUSIONS AND RECOMMENDATIONS

§ CONCLUSIONS

The conclusions based on this research are basically
two-fold. First, the characteristics of the AFIT JFET are
not sufficiently uniform to determine a standard family of
curves for devices fabricated by the Tatman-Fitzgerald process.
Regardless of the differences in the characteristic curves,
the switching parameters required by this application are

surprisingly uniform over a wide spectrum of devices; there-

fore, the basic design of the array is sufficient for detec-
ting and recording bioelectric signals from the surface of
the visual cortex. Testing of 134 AFIT JFET's (54 from
Fitzgerald and 80 from this study) indicates that the values
for R (on), R (off), V (pinchoff), and V (breakdown) are well
within the design specifications.

The second conclusion is that there are two, possibly
three passivation materials (8% PSG, the double layer of
silicon dioxide and polyimide, and possibly silicon nitride)
capable of adequately protecting an AFIT Array for the time
interval required to record data from the visual cortex. The
most important significance of the AFIT Array is that this
data is time multiplexed allowing simultaneous monitoring of
a large area of the visual cortex. So much data can be
recorded from a single array, even a small 4 X 4 array, that
proper analysis could consume a considerable time. The know-

ledge acquired by analyzing the data gathered from multiplexed




improving visual acuity,

RECOMMENDATIONS

The strongest recommendation I can present is to get the
student out of the device manufacturing cycle. Fabrication
of silicon devices requires highly skilled technicians to
produce a reliable device that has guaranteed operating char-
acteristics, Several commercial "Chip Foundries" specialize
in producing small quantities of custom-~designed integrated
circuits, Current cost for n-channel, silicon gate wafers is
approximately $130 to $400 per completed wafer for production
runs of 50 wafers (Ref 48:18). Since nine arrays are fabri-
cated on each two-inch wafer, this would provide 450 individual ]
arrays for additional testing and implantation.

The second recommendation is for continued research of

possible passivation materials. Toward the end of this re-
search project, a quantity of teflon and paralene became
available, Other researchers have produced good passivation
results from these two materials (Ref 49:671). One or both
of them may provide the alkali barrier needed to shield a
chronically implanted device from the sodium ion. Other
recommendations for further research include:
1) Convert the external drive circuit into a
Large Scale Integrated (LSI) device (separ-
ately or on the same chip as the electrodes),
2) Design or purchase a small-size, low-wattage
power source and R~F transmitter. Integration
of the array, drive circuit, power source, and
transmitter into a single implantable unit will

allow long term chronic implants, without the
associated fear of transcutaneous infection.
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3) Define a comprehensive surgical protocol.
This protocol must be approved by the Veterinary
Sciences Division of the Air Force Aerospace
Medical Research Laboratory before any surgical
procedure can be performed.

4) Digitize the analog bioelectric signals recorded
during an implant,

5) Design an analysis profile that can interpret
the mass of data obtained during a recording
session,

6) Perform a large number of implants on lower-
order mammals (gain experience before a primate
implant).

This is a particularly exciting period for neurocortical
research because we are at the brink of significant discoveries
about how the brain processes visual signals. The next step
is the recording and analysis of the biocoelectric signals
produced by the mammalian visual system. The AFIT Multielect-

rode Array could become the tool necessary to gather this

vital information,
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A. AFIT JFET CHARACTERISTIC CURVES

The family of characteristic curves contained in this
appendix were obtained from a Tektronics Model 577-177 Curve
Tracer. In all cases, the voltage step change between two
adjacent Vgg lines is established at 0.5 volts. The format
for JFET identification numbers is: Array number-JFET

number.

66

e e e %

- _T,_._.A,_vg_.‘ e el

¥
3




3 #
Te o IRy
T SIDI - Slnlu ﬂ _
i) — wnwo- 1 — woT AW ’
WRRRNES: VUL NV
\ o Y A o °
VL OSSNV |
[ i e Y X L
“v".g.ftll,lonn..“"...b.p 1}
) SAWVITTIW ) 2224,_.:_2 ) ) 222<1_:=z )
8 8
+ w
\ { -.m - ..m o
- /1/ /// / / .._.....wmm (WA — _ 4 |'Hmm —
4 58 4 5=
QT NV U
A \ - /’ 1 % -
N T %ﬁ, TN |
[~ J I 1 1 I-Dllp A I 4 2 f .|DL 1 1 1 1
llqnhqm..-:...u‘-m-n .uu-AZuJH-m-..a qnuqmulquu-mc
SAWVITTIW SIWVITIW SdWVITUW




w el el
(=} Q =}
> > >
T - -
Wy [’ ] Ul
(4] [ ] o~
> T O T o
o ® o 7 o
o~ ~ N
p—
Y] “+ wo -+ wa
S-Il-al soll-l IS.II-'
~Or ~Or “Or
- >t 4 e 1t
- = -
° ° °
v n n
W i f i 1
o___¢ 3 1 i i Q_ s 1 1 3 rl-.lrr [~} " 1 .ﬁ —
- T By -lnt 4 1 — 3 L2 L] WJ L & L ] s, - § ¥ P-4 d - o~
(4 s . . . . 1= < o
SAWVITUIW SAWVITIIW SdwWvitTlw
i wv
=] 2 o
ﬁV L >
. -
n v "
~ ~ ™~
- J‘ - —
> o o o
D o~ ! ~ ) o~ (
— p-— —
- wo T wo T «o
Z S o Sz
K4 kS T T %
N o ° o
A‘/ L -
" # " k w
[-JI 4 L 3 3 o_ 1 1 3 .r.f _. N L L rL !rrr.ﬁ
bl L) Ls 7 ¥ ¥ — 14 1] T s Lond ' ¥ ) L} v L ’
« ~ - S =
SdWVIIW SAWVITIIW SdWVITUW

68




v 2 a3
>3 > >
~ & &
Ly ol —p L
4
o 0..Alv o
~ ! o~ ) ~
— — L
-~ “* wno wo
TSmm wS T ! wZ”
~Or el ol
g% S >
lj ” L‘ ” L o4 'lr‘
° o °
-t -’ L
" wn ]
ﬁ -pe L 2
o__1 s 2 !r’.K | a__t N - 1 N ﬁ a1 L I 4 4 "
-— ) L 3 | ] — ) L 1 L) ) § L3N bd 1 ] . B | ] L L3
g 8 3 3 g 3
SAWVITHW SdWVITUIW SAWVITHIW
(o]
w w .
=] 2 =) [le]
> > ﬁv v
Jl -t ¢ -
%] wny 2]
— o~ ﬁ2 o~
: T n T 1
o - o - o ..
™~ [ | o~
= 3 ~ i - o -
52 .22 52
“Ss i 8o
L |Fd J' " L "
(=) =) °
L. o L ] L=
" ﬁ n _ " }
- -
[~ J 1 1 .ﬁ ﬁ | o1 d hf. A\ M Aﬁ - L 1 1 P " R
-— ] L4 L 1] L - L 5 ) g v 4 -— 1) e v X v
7 N g 8 3z g }
SAWVITTIW SAWVITUW SdWVIITUW

- -y




Vos
Vbs

"
t
20 ' 25
¢
20 25

-4
_.—-——'JP'

(4]
1
/ wn \ wn /
- L o4 D
4 Smw / SMI
. > + U
- =
o o
/ ~id I - )
" n
ole ) 4
o__3 z 1 ) 1 o __1 L L L i aQ_g1 & [ [l 1
- ] L 4 ] : L § — L) J 1 ¥ — 1 ] ] ) L2
- ~ - < «~ - ~ -
SdWVITHW SdWvitliw SdWVIITUW
»
0 [72]
> >
7} 0
~ o~
/ o / o
" «wa ™ [«
nws= SMI
~Or “Or
4 55 / 43
- -
o o
/ L. o / e od
") e )
o1 % 1 2 3 4 Q__ 1 1 1 1 o4 1 P 2
2 v A 2 ) ) 2 v — ¥ ¥ - 1} o L 4 L ] 11‘2 L 2 3
SdWVITIIW SdWVITHW SdWVITNW

y

i |




I A S Bl a8

3
>
-t
1 )
o~
/ o @
“
-—p wa
nS-
/ ot
Sw
Lo o [V
=
=
/ il
Py
‘ e
O ol 3 I (1 4 { a __l ] [l L i Q4 i L i e
— ] L] L 4 1) - T T T T 3 — 1 ] T 1 1 ] ]
~ ] < <
SAWVITUW SAWVITIW SAWVITIIW
v v
[~ a o
> - >
Jl 3o -
% 1 0 . | n
(5] o~ o~
. w 1. % 17—
S e Q!
0 | wn n
T wo T wa T wo
2= n5= =
“ox o "o
+ "= T & T %
2 2 e
— ? L o 7 -
) n )
o I J o : r
i e e e B o =t P
SAWVITIIW SdWVITUW SdWVITIIW

71

| P W ey )




e o

8 8 8
> > > ‘
L - L od m
1 v ] n n
~ o~ o~
- 4 / L= M -
2L 2 2
(7o} bl .
4_. wa T wa -+ 0
wo= we = , e
~ O -~ ~Ow
e vn e Vu-- Jl vu
- = =
4 =) °
ate e -
n ") “n
T - -3
(=] Q ] L
e o T ol S-S NP L S Y St
SAWVITTIW SdWVITUW SdWVITUW
o
“ w o~
(=] a o
> > > .
[ %) 1 v wn
o~ ~ o~
- ) ’ - N -l ;
Q) R4 . .
n “n
T wa T «»o T wo
nwoT nws— we—
~Or ~O~ “Ow
45 4 58 4 o .
- - =
o ° °
’ - 7 L1 -
" " "
- L ] L 4
[- I 4 1 g g " 3 1 { 1 3 1 1 1 L 4
f— L] L ¥ v L — 1 4 ] v v q —-— TS 1] 2 ¥ 13 L g
i = ~ =
SAWVITIUW SAWVITHW SdWVITTIW




8 a a
> > >
lj - -
(2] vy 4 b
o~ o~ ] o~
— L od r
o~ < ’ T ©
o o ! 21
o d N0 M N0
T vwo + «wo T wo
~Or Q- o
o V" b V“ Jr Vn
- - -
° ° °
L od i -
A R | _— n /% /r " I Wy
o__1 1 1 1 [~ ) 1 [ I 1 If-,r a3 I [ N
L T Tt T — T 7 ¥ T ™ Y — T T K] g T
- <2 N ) ~ «” ~ - - - A ~
SAWVIIIIW SdWVITTIw SAWVITUW
b4d [
(=] b (2]
> >3 >
w—— L o L. od
n " 11
~ o~ “ o~
// / 1. T 1 P T 5
M I 1 ....N [} 31
O 0 i 0
, T+ wn e wO F wo
nS we= —
~Or “Or “O~
- e 4. 2% - >
- - -
o o =4
r L] Zﬁ w vy
3 T . AT S -
o_ g L L 2 r.of[ Q_a ) i $ a4 P 1 1 .r..r_
- ) L LA ] v — ] ¥ L4 ¥ -— L] L} LI L] L
- - ~ ] he'd b - ~N ~ “ ~ -
SAWVITUIW SAWVITUW SAWVITIIW

73




a 3 a
> ﬁv ﬁ.V
ot o -
v wy bl
o~ ~ o~
Ll =a 4 N
© VL 2 | ~
4 7'0 1 o ) 1 x. m f
~ o ~ 0 0
# - ol SD Lo od SD - SD
Lo ws P
~Or “Or ~Qw
/ L >y : 4 Sw / 4 ~u
- - -
o 2 °
w Ij // J-l M L'
\ n wn v
~— | | N L
a__3 3 ) 1 3 VJP a__t s ) ) ) 4 3 K b 3
— | LS 3 ) - o L) L _— L] L] - L 3 - L] o 1 — L] & Lo A k4 & -
. . . o~ — —~ P 4
SdWVITHIW SdWVITHW SAWVITHW
w 172
=] ] o
> ﬁ.Vo ﬁV
s o L -
wn ["s] vy
o~ o~ ™~
\L Lo Wl s -7
ol o S
0 0 0
L wa - wo e wo
wo o wo= ws—
~ Ot ) ~O~ ~Ow
> >w >u
’ / / L o ” II/ L o [ = ad rey
- -
o ° °
//14 L5 L ﬁ_l
0 K " n
P -+ ﬁ(/f T .F T
o_ 3 1 1 N 3 1 i 3 ] 1
— v g 1 4 L2 L} — K 2 3 L L L —-— 1 8  § L L L]
= ~ = = = i N = NN =
SIWVITIIW SAdWVITTIW SdWVINIIW

1

74




3 8 3
> > >
R ud —_— L od
41 n n
~ ~ o~
o <t et o] Lﬁl
Q1 S Q
~ 9o # O
- SD Lo od SD od SD
1.52 | 22 _ T.22
~Or “Or TQOv
1 > , | Sw 4 >u
- - -
o ° °
1 // : Il {
) n "
ﬁ SR
Q4 3 1 1 a—— o __ 1 s [ 3 ’ 1 : 1 % 1 1
— | ¥ ¥ ¥ T3 — L] L) ¥ ) L § el L] N ] L ] § L |
- N = = o < =
. * — -~ (=3 [~
SAWVITHIW SAWVITUIIW SAdWVITTIW
w v
[=) 2 o
> > >
(5.5 - -’
w . \n "
o~ ~ o~
o | L Q
~ 0 o
T wo T wo T «wa
w5 nwe wl™
~Or “Or O~
e V“ L o vn -te vn
- - -
° ° °
n N wn
lﬁ- F l‘l -
Q_ 1 1 1 1 a__a f L 1 i i 1 3 % 1 N
band L] L4 ¥ L 4 - L 3 J L L] -— v L} L] ¥ L 4 L4
i ~ -~ ~ o~ -
SdWVITHW SAWVITUW

SAWVITIIW

75




T et e .

£ > >
_J_l Ll L od
vy wy el
o~ N o~
- - L.l
| S b I
\ ’ w 5..<u.m SW.I \ ——’ wST
O~ O el
L LE_ 1) e I\l 1.t
e O o
AN 1 Al i NI
TC S W
Q1 L 8 1 I o __ 3 ' 4 1 N Q1 d 1 )
lqO-.RwHG.T.#. ..u. — JN-HJW-S _—TTE -cﬂl.m.‘\.o LY
- 0mm2<3.:<c SAWVINIW SdWVITIIW
- - 5 -
vy wy "]
™~ (3] ™~
L ad - L o
XY N .ﬂ. N o.o i ._m :.J
N N ~N
- " ade v L o "
A\ 2= i
L 1.8 # £ L 1%
..Ol - A W w m - |0| -
I LA 1
A ) /,/ | o | .
O 4 m L I} ﬁ - L L £ ! o mL 1 }
23 330 3 R NERERERE
SdWVITIIW . SAWVITUW SdWVITTiW

76




(%2 w
o
3 >
- IT
vy [7a]
™~ o~
Lr © T 2
2 2 ‘
~N N
T wa T wo _
wh= w3z A
S ﬁ i
- s ’ 41 [T
= -
° 2
f E 1 /
n w
H- ﬁ -+ ﬁ
L A o o et R i e = BT e o o o o
] ﬂN ﬁ” 3 2 ¥ g M Mw M < 3 < T
SdWVITIIW SdWVIITIW SIWVITIW
wy
o L74]
> >3
L od L'
Ua) vy
o~ ™~
o -
(o))
o J Q1
NN LN
T wa ,/ T wa
nS = nS=
) ~ O O
, 1.7% 4 >u
- =
—%/l / 0 // w
/I mw , =S § e / r
' 1 A e [~ Y 1 T -~ '] 2 1 I 4
N IR -7 R - R T TR |
o~ - -— o -] o P o~ - — o
SdWVITIIW SdWVITUW SdWVITIIW

7

-~




T A e

lo

w W
=) =]
> >
= = 3
v (2]
o~ ~
L o 4 - M
e T 2
-l 7 ~
[ wao T wo
wh= P iohn ]
-0 -0~
L Sw . S>w
,; - > 1R
o 2
ate T
aat . F_ .
-t r W r =3
% 2 [ [ 1 .IDL [ L 1 Q.1 g A4 [ 2 4
[ § L AU. & Kw L) LA ] -ww ¥ > . - 1 3 - § ‘1u - — L L) L B LE L3 | B
~ — 2 o -
SAWVITHIW _ SdWvIITIW . SdWVITIW
v
[ [
> >
4 4 :
wy Ua)
o~ ™~
= Nw < N
1\ — m [ m ]
// ~ ~
L L od SD
) o=

—

"]
.-—-——’_————T
1
10 '
VOLTS
JFET 1D
s
']
[
10 1
vO
JEET

78

—
1
M X
A

W

lp
+

] 1 [- . 3 1 L
] L] ! - TEW : 8 ]

L 2
L

o’

~ o~ — -

$
4

L -3 w - o~
d . .

SdWVYITIIW SAWVITIW SdWVYITIIW




8 2 @
> > >
]r e lT
LA-H _._ﬁﬁ 2
4!02 I 4. A T ©
| 4 (= — t (o) -
~ ~ ~
WL 2 | 2 L <
> W 2 wd w -y (v,
g “9u "9
T 7% T s T 7%
2 2 e
2] -+ 0 Hn
I U N 1
Q__¢ L i 1 1 o __ 1 I ('l (] 1 Q1 3 (1
- v LN e | L ¥ Ld T v s b 4 n-U L ™ — LA S B 7 3 J,
SdWVITUW SdWVYITIW SAWVINIW o
~
v v
o A
> < >
- - e
v Ml w
3] o~ o~
'r — - 3 - S
" | o ] (o] i [=] —
(3] o~ o~
\ o © # | o
/ T »o T wo T wo
— O ~Or ~Or
4 ¥ -3 T L >w
o 5 \ g 1.8
| o \ ° o
1 /E | // 1
—] = v " ) ‘
I = - f -
o_ 3 1 A e ] o 3 4 4 o 1 1 1
- v L2 ol L L K -— L] ] L4 L4 [ T q w— TN ¥ ¥ L L R J
IR I a3 o« S = e T s
SAWVITIIW SdWVITIIW SdWVITHIW

o e




T v e

a3 a 3
> > >
17 = L
wy v vy
o~ ™~ o~
-l 0 o © Lﬁl
2] 2 2
-} - -]
Kf 4 oa L 2 4 .o
5”' 5”' 5”|
"8z g Er
o
T % T % T 7=
o 2 e
/’// T i ﬁ
S 0 n "
/I —— A of
Q__3 ' 3 [ [} 1 b [ L - a_t 2 L ¢ 3 2
bl [} L] 4 1 | R § —  § ¥ ¥ ¥ ] - L] L ] ] L4 ] L3}
2 = 2 - ~ 2 = w0
SAWVITUW SdWVITHW SAWVITHIW
v v
=] 2 o
> > >
‘r L -
I n “n
~ ~ o~
i 9 J' 7 L 4
o 1 N ] M
4 - ©
T »wa _ T wo T »a
S wS = wlT
/M/ f E , | E Gk
>w >w >w
- [T - e - frey
- - -
2 e o
|§ - Ly ad -
vy 2] v
JF . ‘1 -——
i o o o e e I e L -
2 © @ - ~ it = “
SdWVITIIW SAWVITUW SdWVITUW

S

80




Vbs
Vos
Vos

!
25
1
'
= e sl |
LR
25

Wy
o~
— - IA.( H © " €N
M S . 9 iy
© (-] 0
— T wva '« T «»O
| : n5= wh o ' wo"
~ O “Or O+~
, 4 ¥ / L >uw L. >
- - -
/ ] w O

S
L
L]

/
--}/ i
t
3
o
5

N L
o .
—— r{ o

[ % [ I i [~ K] I 1 I g
] LA W L ] B L] - LJ M LA L] < C—  } P L] o  § iy § - L] -
SAWVITHW SdWVITIIW SAWVITUW -
v " (oo
=} Q2 o
> >3 ﬁv
7] v w
~N ™~ B o~
- _ -~ N lﬁ —
o 4 | o 1 o
- @ © o - -]
\ // 22 T w»o ’ " wa
~Or “Or ] “Or
L o vn *l vn - >w
S - =
\ ) \ n ' 4 "
r L . L o r ——
L I o__1 Fl F ) i o1 L ] L _,F-
< “c L J - 1} - 1 4 “. -— ) :.w 4 m. 1 3 & 1] & | § kA ) — L ] # L 1 3 : 1 © . 4 - ~
— . . . . ~ P — - . E - . T . .
SdWVITIIW SAWVITHW SdWVYITTIW




B, CAPACITANCE-VOLTAGE FAMILY OF CURVES

The family of Capacitance-Voltage Curves contained in
this appendix were obtained from & Princeton Applied Research
Model 410 C-V Plotter. The top set of curves is plotted in
an ambient air environment. The bottom set of curves is
plotted in a concentrated saline environment. The static
curve is the same in both sets and was plotted before con-

ducting any temperature-voltage aging.
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